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  In order to obtain an objective and permanent record of motility of human spermato－
zoa， a spermatozoon was followed under a microscope and its movement was traced on paper．
Instruments for recording spermatozoal movement consisted ofa phase－contrast microscope， a
camera head， a camera control unit， an X－Y tracker， a TV monitor and an X－Y recorder．
These are assembled as illustrated in Fig’s． 1 and 2． The X－Y tracker， one of the most impor－
tant instruments in this system， was devised for use in aeronautics or architecture， such as
to monitor the orbit of a rocket， to measure the sway of skyscrapers to predict when it
might crumble down during an earthquake and to measure the sway ofa big bridge to deter－
mine whether it would hold during a storm，
  In the spermatozoal trackogram the spermatozoon progressed in a roughly straight line
in a sine curve， and at times in a rectangular wave ・’（Fig． 2 to 5）． The speed ofspermato－
zoal movement in the X and Y directions can be immediately and automatically calculated
if a computer is connected to this system． The system will be useful for recording the

















ー’Came「a head C 1000－01（浜松テレビKK），
Camera control unit C 1000（浜松テレビKK），
X－Ytracker C 1955（浜松テレビKK）， TV moni－
t・r（浜松テレビKK）， X－Y rec・rder（浜松テレ
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Fig．4． sperma亡ozoal trackogram，▲短形波，含 ↑操作
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Fig．5． spermat・z・al track・gram．▲矩形波，
    t t操作ミスによる人工産物
    △trappingの迷い
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Fig．6．もっとも基本的と考えられる精子の運動で
    規則正した三角波からの繰返しからなる．
1購難鱗l
Fig．7． Fig．6より多少不規則であり，一部に正
    弦波を混じえる．
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Fig．8． Fig．7に似ているが振巾が小さい・ Fig， IL Fig、10と2つの同じ精子細胞の運動を
    記録したもので運動の恒常性がみられる。
Fig． 9．不規則な波形を呈するが，類似の波がい
    くつか組合わされているのがわかる．
Fig．12．矩形波（▲）やイタリア半島様（▲）
    の波形を示す運動
Fig．10．横走する2本の曲線は振巾の大きい三角
    波または正弦波からなっている．
Fig．13．矩形波（▲）が三角波に移行するところ
    を示す．振巾の小さい波形運動にも矩形
    波（▲）がみられる．
















，‘”：rr 1’wl”）〈 ” ’
義；
墜1響i’
  イ    ニ   ’卜・こだ∴7な＝へ
訟黒黒
  孟卜・・ゴ〆メ！三，
  ・’が・六 ．、’・．’
  ．《パ．デ．〆㍉ 覧



































































































1） Makler A ： A new multiple exposure pho－
 tography method for objective human sper－
 matozal motility determination． Fertil Steril
 30：192”v199， 1978．．
2） David G， Serres C， Jouannet P： Kinema－
 tics of human spermatozoa， Gamete Res 4 ：
 83一一95． 1981．    ’
             （1981年7月2日受付）
